
Copyright:

This is an open-access article distributed under the terms of the Creative Commons Attribution-Non Commercial-No Derivatives License 4.0 (CCBY-NC-ND), where it is permissible to download and share the work provided it is properly cited. The work cannot be changed in any way or used commercially.

DOI link to article:

http://doi.org/10.1097/IMI.0000000000000287

Date deposited:

26/04/2017
Objective: To define the benefit of sutureless and rapid deployment valves in current minimally invasive approaches in isolated aortic valve replacement.

Methods: A panel of 28 international experts with expertise in both minimally invasive aortic valve replacement and rapid deployment valves was constituted. After thorough literature review, the experts rated evidence-based recommendations in a modified Delphi approach.

Results: No guideline could be retrieved. Thirty-three clinical trials and 9 systematic reviews could be identified for detailed text analysis to obtain a total of 24 recommendations. After rating by the experts, final recommendations were identified: preoperative computed tomographic scan as well as intraoperative transesophageal echocardiography are highly recommended. Suitable annular sizes are 19 to 27 mm. There is a contraindication for bicuspid valves only for type 0 and for annular abscess or destruction due to infective endocarditis. The use of sutureless and rapid deployment valves reduces extracorporeal circulation and aortic cross-clamp time and leads to less early complications as prolonged ventilation, blood transfusion, atrial fibrillation, pleural effusions, paravalvular leakages and aortic regurgitation, and renal replacement therapy, respectively. These clinical outcomes result in reduced intensive care unit and hospital stay and reduced costs. The use of sutureless and rapid deployment valves will lead to a higher adoption rate of minimally invasive approaches in aortic valve replacement. Respect should be taken to a necessary short learning curve for both sutureless and minimally invasive programs.

Conclusions: Sutureless and rapid deployment aortic valve replacement together with minimally invasive approaches offers an attractive option in aortic valve placement for patients requiring bioprosthetic valves and that prosthesis may have the natural course of aortic valve stenosis with mortality rates of 70% at 1 year.1 Most patients with symptomatic aortic valve
Glauber et al

Innovations • Volume 11, Number 3, May/June 2016

Disclosures: Mattia Glauber, MD, is a consultant for Edwards Lifesciences, Corp, and serves on the speaker’s bureau for Sorin/LivaNova. Simon C. Moten, MD, and Kevin H. T. Teoh, MD, are proctors for Sorin/LivaNova. Thierry A. Folliguet, MD, is a consultant for Sorin/LivaNova. Bart Meuris, MD, PhD, is a consultant for Sorin/LivaNova. Gopal Bhutnagar, MD, is a consultant to Sorin/LivaNova. Michael A. Borger, MD, PhD, is a consultant to Edwards Lifesciences Corp, Sorin/LivaNova, and Medtronic, Inc. Denis Bouchard, MD, receives proctor and lecture fees from Edwards Lifesciences Corp and Sorin/LivaNova. Olivier Bouchet, MD, is a consultant for Sorin/LivaNova, Edwards Lifesciences Corp, and St. Jude Medical, Inc. St. Paul, MN USA. Otto E. Dapunt, MD, PhD, is a consultant for Sorin/LivaNova and Medtronic. Matteo Ferrarini, MD, is a proctor for Sorin/LivaNova. Theodor J. M. Fischlein, MD, is a consultant for Sorin/LivaNova. Guenther Laufer, MD, is a consultant for Edwards Lifesciences Corp. Carmelo Mignosa, MD, is a consultant for Sorin/LivaNova. Philippe Nothomb, MD, is a proctor for Sorin/LivaNova. Steffen Pfeiffer, MD, is a consultant for Sorin/LivaNova. Xavier Ruyra-Balairada, MD, receives royalties from OnX Technologies and Sorin/LivaNova; is a consultant for Cardiolink SL Spain, and St. Jude Medical Spain Group. Rakesh M. Suri, MD, DPhil, is a Clinical Screening Committee Member for Abbott, COAPT Trial; and National PI, Sorin Perceval Trial—reimbursed for related travel expenses. Giovanni Troise, MD, is a proctor for Sorin/LivaNova. Borut Gersak, MD, PhD, is a consultant for Sorin/LivaNova. Eugenio Quaini, MD, Marco Solinas, MD, Antonio Miceli, MD, PhD, Manfredo Rambaldini, MD, Stephen C. Clark, FRCS (CTH), Russell Millner, MD, and Malikah Lal Shrestha, MBBS, PhD, declare no conflicts of interest.

METHODS

Three approved sutureless and rapid deployment valves with specific features of design and implantation technique were included in the literature search and the panel process. **Perceval Sutureless Valve**

The Perceval sutureless valve (Fig. 1) represents a truly sutureless aortic valve prosthesis. It comprises a biological component of bovine pericardium treated to reduce the risk of calcification, and a self-expanding and elastic nitinol alloy stent, covered by a thin coating of carbofilm for improved biocompatibility. The stent consists of 2 rings, as well as 9 connecting struts, with the dual task of supporting the valve and holding it in place with no need for any permanent suture. The stent adapts to the anatomy of the aorta and follows its movements, relieving the stress on the leaflets and enhancing valve durability. For implantation, the valve is collapsed with an atraumatic device compression, assuring that the valve leaflets are not affected.

To reduce the pitfalls of sternotomy in aortic valve replacement, minimally invasive approaches using either ministernotomy or right anterior minithoracotomy have been introduced, and safety and efficacy have been confirmed in a propensity score matched analysis13 and one review.14 However, owing to longer cross-clamp times and cardiopulmonary bypass times caused by the higher grade of complexity of the procedure,15 these approaches did not gain wide popularity, although even the use of various pericardial and porcine stentless valves proved to be possible through ministernotomy.16 Meanwhile, the Perceval Sutureless valve (Sorin/LivaNova Group, Saluggia, Italy), the EDWARDS INTUITY Elite (Edwards Lifesciences, Corp, Irvine, CA USA), and the Medtronic 3F Enable Bioprosthesis (Medtronic, Inc, Minneapolis, MN USA) have proven their suitability for different minimally invasive approaches to reduce aortic cross-clamp time in a prospective, nonrandomized trial17 and one prospective randomized study,18 thus reducing perioperative risk of the patients in nonrandomized trials.19,20 A recent systematic review and meta-analysis on 12 studies using Perceval Sutureless valve, Medtronic 3F Enable, or EDWARDS INTUITY confirmed that sutureless aortic valve implantation is a safe procedure associated with shorter cross-clamp and cardiopulmonary bypass time compared to conventional approaches.21 Sutureless and rapid deployment aortic valve replacement, furthermore, was associated with lower 30-day mortality and lower risk of postoperative aortic regurgitation compared to transapical TAVI in a multicenter, propensity-matched analysis22 and improved survival up to 24 months23 compared to TAVI, respectively. Compared to the implantation of stented valves, the use of Perceval sutureless valve in retrospective analyses resulted in shorter procedural times24 associated with better clinical outcomes as measured by blood transfusions, shorter intensive care unit stay, ventilation time, postoperative atrial fibrillation, pleural effusions, respectively, and reduced hospital costs by approximately 25%.25 Yet, no guidelines exist to define which patients might take profit from less invasive procedures in the therapy of aortic valve stenosis. The aim of the project was to gain evidence-based consensus on the use of sutureless and rapid deployment valves in minimally invasive isolated aortic valve replacement, and to define the role of minimally invasive aortic valve replacement with sutureless and rapid deployment valves.

EDWARDS INTUITY

The EDWARDS INTUITY Elite valve (Fig. 2) is a stented trileaflet bovine pericardial bioprosthesis with a balloon-expandable cloth-covered skirt frame at the inflow aspect representing rapid deployment valve prosthesis. For implantation, 3 equidistant figure-of-eight or mattress guiding sutures are
placed through the annulus at the nadir of each sinus and then
passed through the corresponding black marks on the nadir
portion of the valve suture ring. The valve is positioned into
the aortic annulus by use of the guide sutures and 3 tourniquets,
with the stent and polyester sealing cloth being seated directly
below the aortic annulus. A thoracoscope can be occasionally
inserted through the holding device to confirm proper positioning.
Once the valve is properly seated, the balloon-expandable frame
is deployed with short balloon inflation. The guiding sutures
are finally tied.

Medtronic 3F Enable Bioprosthesis

The 3F Enable Model 6000 valve (Fig. 3) as another rapid
deployment valve prosthesis is made with a stentless valve of
3 equal sections of equine pericardial tissue sewn in a self-
expanding nitinol support frame. The nitinol frame is intended
to maintain the tissue valve geometry, optimize its flow area, and
eliminate the potential for misplaced attachment of the com-
missural tabs. The properties of nitinol and the flexibility of the
equine pericardial leaflets allow the device to be folded in chilled
water and positioned appropriately within minutes intraopera-
tively. On deployment, its shape and size return to the preset
dimensions and the outward radial forces keep the valve fixed at
the target position. For implantation, a single guiding suture was
recommended to support placement of the valve at the level of the
annulus. The polyester flange at the inflow aspect promotes tissue
ingrowth, thus contributing to the long-term stabilization of the
valve. However, after some cases of migration, the company is
now recommending to use 2 permanent sutures.

Literature Search Strategy and Selection Criteria

Literature search was performed from April to November
2014. To be eligible for the review, studies should evaluate the use
of sutureless or rapid deployment valves in isolated aortic valve
replacement facilitated by minimally invasive approaches. Articles
were identified via an electronic search on PubMed, Embase, and
Cochrane Library. We used the following keywords: “aortic
valve replacement” and “minimally invasive” and “sutureless”
or “rapid deployment” in our search. We also performed manual
search for the articles in the reference. We only searched studies
that were published in English. Abstracts and unpublished
studies were excluded. If the author reported results that were
obtained on the same patient population in several studies, we
would use the most recent or complete study. Besides clini-
cal studies, relevant guidelines published since 2006, with
their latest version if they had undergone substantial revision,
were included.

Two independent scientists performed a full-text anal-
ysis with the emphasis on selection of main topics to represent
possible recommendations on the use of minimally invasive
approaches in isolated aortic valve replacement in general and
the indications, benefits, possible pitfalls, contraindications, perioperative conditions, complications and their treatment, outcome and follow-up criteria for the use of sutureless and rapid deployment valves in minimally invasive approaches. These selected main topics represented the basic material for the first round of the Delphi process.

**Panel of Experts**

The selection of panel experts should reflect the population of cardiac surgeons involved both in minimally invasive aortic valve replacement and the use of sutureless and rapid deployment valves for use in aortic position. For this purpose, a "snowball sampling" approach was used, starting with a preliminary list of possible experts, defined by credibility to the target audience of cardiac surgeons considering the use of sutureless valves and rapid deployment valves in aortic valve replacement. A steering committee (M.G., T.A.F., B.M., T.F.M.F., and B.G.) identified and rated possible candidates according to the following criteria. Possible credibility was defined by recent activities on the mentioned topics by (1) publication of scientific papers (studies, reviews) with frequent citations, (2) playing an active role in guidelines committees, and (3) representing speaker on recent congresses of relevant scientific societies, respectively. Additional possible experts were included to the preliminary list if recommended by one of the final experts.

From the preliminary list, experts were contacted for further participation according to their current clinical expertise. Only experts with an experience of at least 100 cases undergoing minimally invasive aortic valve replacement (excluding all cases of transfemoral or transapical aortic valve implantation) and at least 50 of the minimally invasive cases using sutureless or rapid deployment aortic valve prostheses were chosen. All experts had to declare any conflicts of interest before final constitution of the panel.

Outcomes had to be reported according to the recommendations of the American Association for Thoracic Surgery, The Society of Thoracic Surgeons, the European Association for Cardio-Thoracic Surgery, and the Valve Academic Research Consortium. The experts identified a variety of benefits for the use of sutureless and rapid deployment valves in case of aortic valve replacement as compared to pericardial, stented, and stentless valves using conventional surgical approaches, and transfemoral and transapical TAVI, respectively. Additionally, a number of benefits compared to stented biological valves using minimally invasive approaches could be identified, which is the main focus of this paper and of this panel with expertise on minimally invasive procedures. A recent meta-analysis has shown how observational evidence suggests that sutureless aortic valve implantation is not only a safe procedure associated with shorter cross-clamp times, but also offers improved outcomes compared to traditional surgical approaches.

**DISCUSSION**

The experts identified a variety of benefits for the use of sutureless and rapid deployment valves in case of aortic valve replacement as compared to pericardial, stented, and stentless valves using conventional surgical approaches, and transfemoral and transapical TAVI, respectively. Additionally, a number of benefits compared to stented biological valves using minimally invasive approaches could be identified, which is the main focus of this paper and of this panel with expertise on minimally invasive procedures.

### TABLE 1. Results of Literature Search

<table>
<thead>
<tr>
<th>Search terms</th>
<th>Clinical Trials</th>
<th>Guidelines</th>
<th>Systematic Review</th>
<th>All</th>
</tr>
</thead>
<tbody>
<tr>
<td>- Aortic valve replacement (A)</td>
<td>991</td>
<td>18</td>
<td>16</td>
<td>1,025</td>
</tr>
<tr>
<td>- Minimally invasive (B)</td>
<td>3,213</td>
<td>91</td>
<td>1,488</td>
<td>4,792</td>
</tr>
<tr>
<td>- Sutureless (C)</td>
<td>141</td>
<td>—</td>
<td>19</td>
<td>160</td>
</tr>
<tr>
<td>- Rapid deployment (D)</td>
<td>27</td>
<td>—</td>
<td>21</td>
<td>48</td>
</tr>
<tr>
<td>Total</td>
<td>4,372</td>
<td>109</td>
<td>1,544</td>
<td>6,025</td>
</tr>
<tr>
<td>Search model</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>- Terms A and B and (C or D)</td>
<td>33</td>
<td>—</td>
<td>9</td>
<td>43</td>
</tr>
</tbody>
</table>
TABLE 2. Recommendations of Experts for the Implantation of Sutureless and Rapid Deployment Valves in Minimally Invasive Aortic Valve Replacement After Second Round of the Panel Process

<table>
<thead>
<tr>
<th>Recommendation</th>
</tr>
</thead>
<tbody>
<tr>
<td>1. Use of sutureless and rapid deployment valves together with minimally invasive approaches in patients requiring biological valve replacement and not serving as candidates for TAVI</td>
</tr>
<tr>
<td>2. Use of sutureless and rapid deployment valves are recommended in order to reduce extracorporeal circulation and aortic cross-clamp time</td>
</tr>
<tr>
<td>3. Suitable annular sizes (after decalcification) of 19 to 27 mm</td>
</tr>
<tr>
<td>4. Oversizing with sutureless valves is not beneficial and can have negative impact</td>
</tr>
<tr>
<td>5. Contraindication for annular abscess or destruction due to infective endocarditis</td>
</tr>
<tr>
<td>6. Contraindication for bicuspid valve type 0</td>
</tr>
<tr>
<td>7. Implantation possible in bicuspid valves type 1 and 2 if</td>
</tr>
<tr>
<td>a. coronary ostia do not have 180-degree position,</td>
</tr>
<tr>
<td>b. round annulus, and</td>
</tr>
<tr>
<td>c. uniform height of the commissures (type 2).</td>
</tr>
<tr>
<td>8. Use of sutureless and rapid deployment valves reduces early complications as prolonged ventilation, blood transfusion, atrial fibrillation, pleural effusions, paravalvular leakages and aortic regurgitation, and renal replacement therapy, respectively</td>
</tr>
<tr>
<td>9. Use of sutureless and rapid deployment valves results in reduced ICU and hospital stay</td>
</tr>
<tr>
<td>10. Use of sutureless and rapid deployment valves will lead to a higher adoption rate of minimally invasive approaches in aortic valve replacement</td>
</tr>
<tr>
<td>11. Take respect to necessary, brief learning curves for both sutureless and minimally invasive programs</td>
</tr>
</tbody>
</table>

and CPB duration, and comparable complication rates to the conventional approaches, but also facilitates minimally invasive approaches.

Diagnostics and Patient Selection

The indication and contraindication for sutureless and rapid deployment valves first of all follow the general recommendations for the choice of biological stented prostheses in aortic valve replacement, according to the current guidelines. Since current recommendations focus on patients at an age of 65 years or older to be candidates for biological valve replacement, the experts also recommend to consider sutureless and rapid deployment valves for patients older than 65 years.

The experts identified a high standard of preoperative imaging as a central precondition for proper patient selection and procedure planning, which should be applied the same way as for TAVI procedures. Therefore, a computed tomographic (CT) scan providing sufficient resolution with expertise in the interpretation is recommended besides the classical diagnostics as transthoracic echocardiography and coronary angiography used to verify the indication, and exclude patients with additional cardiac pathologies requiring a different surgical approach. This way the ascending aorta can be displayed, and a proper planning of aortotomy with respect to annular diameter can be performed, as well as a proper size estimate and a closer analysis of the extent of calcification of the ascending aorta. Additionally, the CT scan is useful for the location of coronary ostia, the definition of the aortic root geometry, especially with respect to the relation between aortic annulus and sinotubular junction, for the identification of the type of bicuspid valve, if present, and for the positioning of the aortic root in relation to the sternum and the second right intercostal space. In case of renal failure or allergies to contrast media, native CT scan or reduced dosage of contrast media may be sufficient for most scenarios. The location of calcifications in the aortic root wall may affect the choice of the sutureless prosthesis, since, for instance, the Edwards Intuity requires a hockey stick incision that goes deep to the noncoronary sinus.

The experts identified annulus sizes of less than 19 mm as too small for the implantation of sutureless and rapid deployment valves, since owing to size limits of the current available prostheses, annulus enlargement procedures would be necessary. Those procedures can be done using most minimally invasive approaches, thanks to full access to the aortic root and subvalvular structures. However, since these procedures may be time consuming and the implantation of patch material in the aortic annulus may result in less stability to anchor a self-expanding valve, root enlargement procedures should be avoided if sutureless or rapid deployment valves are considered. On the other hand, since available prostheses are limited to an annular size of 27 mm and since no suture material on the annular level might reduce annulus size, the use of sutureless and rapid deployment valves currently is limited to annular sizes of 19 to 27 mm. Since multislice CT may overestimate the annulus diameter, 3-dimensional transesophageal echocardiography may help for preprocedural evaluation. However, even with preoperative CT scan, additional intraoperative sizing is necessary after thorough resection of the native calcified aortic valve and decalcification of the aortic annulus. In case of degenerative aortic regurgitation with annuloaortic ectasia, the experts recommend not to use a sutureless or rapid deployment valve to prevent valve migration.

Bicuspid valves are contraindicated if no raphe (type 0 according to Sievers et al) is present; in case of type 1 bicuspid valve with one raphe, sutureless and rapid deployment valves can be used if coronary ostia are not in a 180-degree position and the annulus is circular after decalcification; likewise, type 2 bicuspid valve with 2 raphe are indicated if the 2 commissures have approximately the same height. Since only case reports describe the potential use of sutureless and rapid deployment valves and according to the recommendations of current guidelines, the panel experts do not recommend the use of sutureless valves in extensive endocarditis with annular abscess or destruction since usually defects in the aortic root or annulus remain even after proper debridement of the infected structures.

To verify proper systolic and diastolic function of the implanted valve and to verify left ventricular wall motility reflecting unchanged coronary perfusion, intraoperative transesophageal echocardiography (TEE) is useful in all cases of sutureless and rapid deployment valves irrespective of the personal experience and the surgical approach, also according to the current recommendations for TAVI. Transesophageal echocardiography should be started before induction of cardiopulmonary bypass with documentation of valve pathology, ventricular function, and associated valve pathologies and must be performed both
during weaning from cardiopulmonary bypass and at the end of the operation.\textsuperscript{37}

**Surgical Approach and Valve Prosthesis Selection**

The first reports on minimally invasive aortic valve replacement have been published almost 20 years ago by different groups, using upper or right-sided partial sternotomy,\textsuperscript{33,38} or parasternal minithoracotomy,\textsuperscript{39} respectively. The primary aim was to avoid full sternotomy to reduce surgical trauma, improve patient comfort, and reduce postoperative ICU and hospital stay to lower costs in a retrospective study.\textsuperscript{40} However, in contrast to minimally invasive coronary artery bypass grafting, which was also introduced to avoid extracorporeal circulation, the main benefit of minimally invasive approaches in cardiac valve surgery remained in less pain and thus improved patient comfort,\textsuperscript{41} postoperative ventilation time,\textsuperscript{42,43} and a significant reduction of blood transfusion requirements\textsuperscript{44} in 2 propensity score–matching studies and 1 meta-analysis. A series of 1,639 patients over 16 years could demonstrate benefits, especially for patients undergoing reoperations and for those older than 80 years.\textsuperscript{42} Despite these benefits, partial sternotomy and parasternal thoracotomy as approach for aortic valve replacement did not reach wide popularity owing to concerns on limited access.

However, the experience with central cannulation via minimally invasive approaches both in aortic and mitral valve surgery facilitated other minimally invasive approaches as right minithoracotomy, for example, in the second intercostal space, with optimal exposure of the aortic root and annulus\textsuperscript{45} The use of pericardial stentless valves for subcoronary implantation technique was shown to be possible via partial sternotomy.\textsuperscript{16} Compared to full sternotomy, the right anterior thoracotomy could prove lower incidence of postoperative atrial fibrillation and blood transfusion, and shorter ventilation time and hospital length of stay in nonrandomized but propensity score–matched trials.\textsuperscript{13,46} Even in case of prior median sternotomy, the right minithoracotomy as approach for redo aortic valve replacement could show benefits with regard to shorter ICU and total hospital stays, along with lower morbidity, and a trend toward lower mortality in retrospective analysis.\textsuperscript{47} Additionally, compared to ministernotomy, right minithoracotomy featured benefits in retrospective analyses with regard to lower postoperative complication rates, shorter hospital stay\textsuperscript{48} and hospital costs,\textsuperscript{49} respectively.

As a next step, the successful use of sutureless valves could be demonstrated via partial sternotomy in a nonrandomized multicenter study\textsuperscript{50} and with even better surgical access via right anterior minithoracotomy.\textsuperscript{51} The latter approach serves as an alternative for high-risk patients to facilitate full decalcification of the aortic annulus.\textsuperscript{52} Excellent hemodynamic results, postoperative outcome, and 1-year survival of 90\% were recently demonstrated.\textsuperscript{50} A recent propensity-matched analysis could also show the advantage of standard diseased valve removal with shorter procedural times, resulting in the recommendation that minimally invasive sutureless aortic valve replacement may be the first-line treatment even for high-risk patients considered in the “gray zoner” between TAVI and conventional surgery.\textsuperscript{8}

All the experts highly recommend the use of sutureless and rapid deployment valves together with minimally invasive approaches for isolated aortic valve replacement in patients requiring biological valve replacement, which are not candidates for transfemoral or transapical TAVI according to the current guidelines.

However, a specific learning curve is necessary for all sutureless valves, regardless of the prosthesis model\textsuperscript{53,54} and the minimally invasive approach.\textsuperscript{55–57} Therefore, the experts recommend proper education and proctoring by experienced surgeons for the introduction of both programs to avoid complications.

There is no recommendation on the use of specific sutureless or rapid deployment valves; however, the experts identified specific conditions of the current available rapid deployment valve prostheses with respect to the aortotomy and possible impact on the selection of the surgical approach during the second round of the panel process, which might be taken into consideration when planning the procedures. All the sutureless and rapid deployment valve prostheses are designed to target a less traumatic procedure with regard to aortic root structures.

The Edwards INTUITIV Elite has the advantage to require an aortotomy close to the annulus in the noncoronary sinus; this facilitates better access and decalcification of the annulus, but it is not collapsible.

The Percival Sutureless valve requires a bit higher aortotomy but can be fully collapsed for implantation for atraumatic insertion.

The Medtronic 3F Enable Bioprosthesis, owing to its higher profile, requires a much higher aortotomy but is foldable for its implantation for atraumatic insertion.

**Extracorporeal Circulation and Cross-clamp Time**

Most concepts in aortic valve replacement, which includes resection of diseased valves and decalcification of the aortic annulus, use extracorporeal circulation, aortic cross-clamping, and myocardial protection. Compared to transfemoral and transapical TAVI, the main benefits of sutureless valves can be found in creating a round, smooth annulus to safely fix a valve prosthesis with maximal orifice area, almost without the risk of paravalvular leakage, migration, or damage to conduction system and coronary ostia. However, these mostly conventional approaches carry the well-known risks of myocardial infarction due to insufficient myocardial protection, and systemic inflammatory response syndrome due to the extracorporeal circulation system. Reduced cross-clamp and extracorporeal circulation times may lower both risks.\textsuperscript{57} Sutureless and rapid deployment valves carry the potential to shorten cross-clamp time, resulting in significantly shorter procedural times as compared to standard conventional valve prostheses in both conventional and minimal invasive\textsuperscript{24,25} surgical approaches. The experts therefore recommend the use of sutureless and rapid deployment valves in each case, with the necessity to reduce extracorporeal circulation and aortic cross-clamp times.

**Postoperative Course**

The experts found evidence for reduced ICU and hospital stay\textsuperscript{55} after the use of sutureless valves from different propensity-matched score analyses compared to standard conventional aortic valve prostheses or TAVI.\textsuperscript{52} Since postoperative complications contribute to prolongation of both ICU and hospital stay, the experts identified reduced ventilation times,\textsuperscript{19,25} reduced blood transfusion rates, and lower incidence of atrial fibrillation.
and pleura effusions, as possible reasons for improved overall outcome. Transcatheter aortic valve implantation patients showed paravalvular leakages more frequently than sutureless and rapid deployment valves; recent studies, however, suggest a decrease of transvalvular regurgitation and paravalvular leakages with modified design. Multivariate analysis showed sutureless aortic valve replacement to have a not statistically significant protective effect against aortic regurgitation, pacemaker implantation, and renal replacement therapy as compared with transapical TAVI. A multicenter study with retrospective analysis of 314 patients demonstrated 1-year survival of 90.5%, and freedom from valve-related mortality, stroke, endocarditis, and reoperation of 99.0%, 98.1%, 99.2%, and 98.3%, respectively.

At a 24-month follow-up, overall survival free from major adverse cardiac and cerebrovascular events and prosthetic regurgitation was significantly better (P < 0.05) after sutureless valve implantation (91.6% ± 3.8%, n = 53) than after TAVI (70.5 ± 7.6%, n = 55). Owing to the lack of long-term studies for sutureless and fast deployment valves with innovative stent designs, no recommendation for late outcome with respect to valve durability may be given, but the current results are promising. So far, 5-year results of the Medtronic 3F Enable bioprosthesis and of the Perceval sutureless valve showed excellent results in hemodynamics and freedom from structural valve deterioration. For Medtronic 3F Enable bioprosthesis in 141 patients at 5 years and for Perceval in a cohort of more than 700 patients with 5 years of follow-up coming from 3 consecutive clinical trials recently presented by Prof. Shrestha during EACTS 2014, freedom from structural valve deterioration reported was 100%.

The longest published follow-up for the Edwards Intuity valve is of 3 years, in a cohort of 287 patients, with no cases of structural valve deteriorations reported.

However, there is no proof for any effect of minimally aortic valve surgery on durability. The experts recommend the use of sutureless and rapid deployment valves in order to reduce perioperative and medium term morbidity. Owing to reduced morbidity, also postoperative ICU and total hospital stay may be reduced.

The experts found no evidence and could therefore give no recommendation for the effect of sutureless and rapid deployment valves in minimally invasive surgery with regard to overall mortality, prosthetic valve endocarditis, or other hospital-acquired infections. Reduced wound infections, especially the complete avoidance of deep sternal wound infections, and reduced rate of mediastinitis are apparently linked to the approach of right anterior minithoracotomy and not to the use of sutureless valves.

**CONCLUSIONS**

In conclusion, sutureless and rapid deployment valves overcome most of the previous limitations in minimally aortic valve replacement, in particular, prolonged cross-clamp times, owing to limited access in partial sternotomy. Sutureless and rapid deployment valves by their design deliver comparable hemodynamic results as stentless valves. Starting a program for approaching minimally invasive aortic valve replacement should as a first step include partial sternotomy and then, after reaching sufficient individual and institutional expertise, include right anterior minithoracotomy. With a short learning curve, which has to be taken into account when starting a program in this stepwise fashion, the implantation of sutureless valves via a minimally invasive approach is an easy and safe procedure. Reducing cross-clamp times and enabling the implantation via limited access the use of sutureless and rapid deployment valves overcomes most of the previous limitations in minimally invasive aortic valve replacement. In the future, this will result in a higher adoption rate of minimally invasive techniques for many surgeons, leading to more patient comfort, shortening of hospital stay, and even reduction of costs depending on the reimbursement system. Additionally, by using sutureless aortic valves, the individual surgeon’s skills do not represent as critical factors for the safety and efficacy in minimally invasive aortic valve replacement. The international experts recommend sutureless aortic valve replacement together with minimally invasive approaches for eligible patients requiring biological valve replacement.

**REFERENCES**


